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FOREWORD 

This Indian Standard ( Part 3 ) was adopted by the Bureau of Indian Standards, after the draft 
finalized by the Artificial Limbs, Rehabilitation Appliances and Equipment for the Disabled 
Sectional Committee had been approved by the Medical Equipment and Hospital Planning Division 
Council. 

This standard ( Part 3 ) is one of the series establishing a vocabulary of terms used in the field of 
external limb prosthetics and external orthotics. It defines term relating to external orthoses that 
encompass joints. The other parts in this series are: 

Part 1 General terms for external limb prostheses and external orthoses, and 

Part 2 Terms relating to external limb prostheses and wearers of these prostheses. 

In the preparation of this standard, assistance has been derived from ISO 8549-3 : 1989 
'Prosthetics and orthotics — Vocabulary — Part 3 : Terms relating to external orthoses', issued by 
the International Organization for Standardization ( ISO ). 



IS 13970 (Part 3): 1994 

Indian Standard 

PROSTHETICS AND ORTHOTICS — 
VOCABULARY 

PART 3 TERMS RELATIWG TO EXTERNAL ORTHOSES 

1 SCOPE 2.8 Finger Orthosis ( FO ) 

1.1 This standard ( Part 3 ) establishes a 'Orthosis^ that encompasses the whole or part of 
vocabulary of terms relating to external orthoses ^ nnger . 

that encompass joints. 

2.9 Hand Orthosis ( HO ) 

1.2 It does not include terms for orthoses that </^ ,t. • wu * .1.1.1 * <* 
^ iw ™ 1 .«K „^ ^ ^ „„ ^u^^^ ^wu ^^« Orthosis that encompasses the whole or part or 
only encompass limb segments as these orthoses , ,, d' 

are limited mainiy to use in the treatment of " " - -^-- * 

fractures and in sports medicine. 

2.10 Wrist-Hand Orthosis ( WHO ) 1 Denrecated : 
NOTES Wrist Orthosis ( WO ) 1 

1 For the purpose of this standard, the abbreviated 

term 'prosthetics' and its derivatives only apply to 'Orthosis' that encompasses the *wrist joint* and 
external limb prosthetics and the abbreviated term 'hand' 
'orthotics' and its derivatives only apply to external 
orthotics. 

^ rr^u . ■ . A- * * « V. A i^ A' 2.11 Wrist-Hand-Finger Orthosis ( WHFO ) 

2 The terms printed in quotation marks are defined in <■ & 

Part 1 of this standard. ,_ .. , 

Orthosis that encompasses the wrut jomt , the 

2 TERMINOLOGY '^^"^' ^^^ ^"^ ^' "^""'^ '^'^^^'''' 

2A Foot Orthosis (FO ) 2.12 Elbow Orthosis ( EO ) 

'Orthosis' that encompasses the whole or part of 'Orthosis, that encompasses the 'elbow joint', 
the Toot'. 

2.13 Elbow-Wrist-Hand Orthosis ( EWHO ) 

2.2 Aakle-Foot Orthosis ( AFO ) I Deprecated : 

Ankle Orthosis ( AO ) 1 'Orthosis' that encompasses the *elbow' and the 

'wrist joints' and the 'hand'. 
'Orthosis' that encompasses the 'ankle joint' and 
the whole or part of the *foot'. 2.14 Shoulder Orthosis ( SO ) 

2.3 Knee Orthosis ( KO ) 'Orthosis' that encompasses the 'shoulder joint*. 
'Orthosis' that encompasses the 'knee joint'. 2.15 Shoulder-Elbow Orthosis ( SEO ) 

2.4 Knee-Ankle-Foot Orthosis ( KAFO ) 'Orthosis' that encompasses the 'shoulder' and 
I Deprecated : Knee-Ankle Orthosis ( KAO ) the 'elbow joints'. 

'Orthosis' that encompasses the 'knee' and 'ankle 2.I6 Shoulder-Elbow-Wrist-Hand Orthosis 

jomts and the foot, . gg.^,j.Q . [ Deprecated : Shouider-Eibow-Wrist 

^ , WW. ^ ^ . / TT ^ . Orthosis ( SEWO ) 1 

2.5 Hip Orthosis ( HpO ) v 7 j 

'r\ *i- • » *u ^ .1 <t.- • • ^» 'Orthosis' that encompasses the 'shoulder', the 

Orthosis that encompasses the hip jomt . .^j^ow' and the 'wrist joints' and the 'hand'. 

2.6 Hip-Knee Orthosis ( HKO ) 2.17 Sacra-iliac Orthosis ( SIO ) 

'Orthosis' that encompasses the 'hip' and 'knee 'Orthosis' that encompasses the whole or a part 
joints', of the 'sacro-iliac region' of the 'trunk'. 

2.7 Hip-Knee-Ankle-Foot Orthosis ( HKAFO ) 2.18 Lunibo-Sacral Orthosis ( LSO ) 
Deprecated : Hip-Knee- Ankle Orthosis ( HKAO ) 

'Orthosis' that encompasses the whole or a part 
'Orthosis' that encompasses the 'hip', the 'knee' of the 'lumbar' and 'sacro-iliac regions' of the 
and the 'ankle joints' and the Toot'. 'trunk'. 

1 
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2,19 Thoraco-Lumbo-Sacral Orthosis ( TLSO ) 2.27 Caliper 



'Orthosis^ that encompasses the whole or a part 
of the *thoracic, the Numbar' and the 'sacro-iliac 
regions' of the *trunk\ 

2.20 Cervical Orthosis ( CO ) 

'Orthosis' that encompasses the whole or a part 
or the *cervical region', including the atlanto- 
occipital joint. 

2.2i Cervlco-Thoracic Orthosis ( CTO ) 

'Orthosis' that encompasses the whole or a part 
of the 'cervical' and the 'thoracic regions', 
including the atlanto-occipital joint. 



2.22 CerWco-Thoraco-Lumbo-Sacral 
( CTLSO ) 



Ortliosis 



'Orthosis' for the Mower limb' which may be used 
permanently or for a short period of time. Its 
functions are: 

a) to provide stability for a weakened^ 
paralysed or unstable limb, 

b) to relieve weight bearing, 

c) to relieve pain, 

d) to control deformity aggravated by postural 
forces, and 

e) to restrict the movement of the joints of the 
Mower limb'. 

3 ALPHABETICAL LIST OF ABBREVIATIONS 



'Orthosis' that encompasses the whole or a part 
of the 'cervical', the 'thoracic', the 'lumbar' and 
the 'sacro-iliac regions', including the atlanto- 
occipital joint. 

2.23 Corset 

An encircling garment with stiffening reinforce- 
ment that attempts to contain soft tissue under 
pressure at a desired elevation^ to compress bony 
and other tissues to restrict or prevent motion or 
to support the muscles and other soft tissues, 

2.24 Brace 

Orthotic device used to hold the part of limb/ 
body in desired position to give support. 

2.25 Splint 

Rigid or flexible appliance used for prevention of 
movement of a joint or for the fixation of displac- 
ed or movable parts. 

2.26 Artiflcial Limb 

Device which works mechanically by muscle 
power, or hydraulically, or by means of electrical 
stimulation. It is made on scientific basis and 
the information given by a surgeon to fulfill the 
essential requirements of a patient whose limb is 
amputcd because of trauma or disease or is 
absent congenitally to a maximum possible of 
function. It is usually made of plastics, wood, 
leather, aluminium, etc. 



AFO 


Ankle-Foot Orthosis 


AO 


Ankle Orthosis ( deprecated ) 


CO 


Cervical Orthosis 


CILSO 


Cervico-Thoraco-Lumbo-Sa c r a 1 




Orthosis 


CTO 


Cervico-Thoracic Orthosis 


EO 


Elbow Orthosis 


EWHO 


Elbow-Wrist-Hand Orthosis 


EWO 


Elbow- Wrist Orthosis ( deprecated ) 


FO* 


Finger Orthosis, Food Orthosis 


HKAFO 


Hip- Knee-Ankle-Foot Orthosis 




( deprecated ) 


HKAO 


Hip-Knee-Ankle Orthosis 


HKO 


Hip-Knee Orthosis 


HdO 


Hand Orthosis 


HpO 


Hip Orthosis 


KAFO 


Knee-Ankle-Foot Orthosis 


KAO 


Knee-Ankle Orthosis (deprecated) 


KO 


Knee Orthosis 


LSO 


Lumbo-Sacral Orthosis 


SEO 


Shoulder-Elbow Orthosis 


SEWHO 


Shoulder-Elbow-Wrist-Hand Orthosis 


SEWO 


Shoulder-Elbow- Wrist Orthosis 




( deprecated > 


SIO 


Sacro-iliac Orthosis 


SO 


Shoulder Orthosis 


TLSO 


Thoraco-Lumbo-Sacral OrthoMs* 


WHFO 


Wrist-Hand-Finger Orthosis 


WHO 


Wrist-Hand Orthosis 


WO 


Wrist Orthosis ( deprecated ) 



♦While the abbreviation *FO' represents two types of 
orthosis, these two types arc so different that the 
context will clearly indicate which is meant. 
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